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Overview
This document describes the layout and connections of MBBS rev. E master controller. All 
user (MIDI) settings and use of compatible scanners are described in "MIDI User Settings  
& Scanners GUIDE".
The board described here is small standalone controller for 5-octave MIDI keyboard, and 
when combined with additional scanners it can cover up to 5 keyboards 5-octave each, 68 
potentiometers and LCD module. There are 2 scanner inputs, each with capacity of 128 
keys if keyboard scanners are connected. To have more analog/potentiometer inputs than 
4 provided onboard, you need POT scanners, but they must be on a single chain, so all 
connected to either one or enother one of the 2 scanner inputs. It is possible to combine 
keyboard and potentiometer scanners in one chain.

Features:
• 63 inputs for contacts, single common, 1 wire per key
• 4 analog inputs for voltages or potentiometers
• up to 15 inputs can be used as special controls, like transpose or sustain
• 2 scanner inputs for additional keyboards and potentiometers
• user defined MIDI channel for each keyboard/split and potentiometer
• user defined MIDI event for each pot and keyboard split
• user defined split point for each keyboard
• independent transposition for each keyboards/splits, as well as global one for all
• dial MIDI Program Change together with Bank Select from keypad
• all settings remain after disconnecting power
• DC power supply (5V-15V DC)

Power Supply
The best power supply range is between 5.2 and 9V DC. It is possible to run your MIDI 
set from lower voltage, but using less than 4.5V is not recommended. Running at 3-4.5V 
makes the output to work out of MIDI specification, so your instrument or sound module 
may not receive MIDI properly. Higher supply voltage is acceptable up to 15V, but only 
for setups without extensive current draw, that means when there are no multiple LCDs, 
LITSW, and all potentiometer's resistance is not lower than recommended 20k.

Scanner connectors of MBBS provide power to all scanners, so you must NOT connect 
any power supply anywhere else in entire MIDI system other than the green screw 
terminal of MBBS. Connecting power in reverse will not cause any damage, but of course 
it will only work with proper power polarity.

Current consumption greatly depends on the number of attached pots and scanners and 
can vary from 2 to over 50mA. For example one potentiometer of 20k value adds 0.5mA 
to total current consumption. With  LCD modules it rises by about 10mA per each display. 



Connections

3-way connector, depicted in the picture as MIDI OUT matches the cable included with 
order. It has high quality DIN5 panel mount socket on the other end.

Two 4-way connectors at the left are for connecting chains of scanners, be it contact or 
pot type, so you can add more keyboards and analog inputs according to your needs. 
Available scanners are described in "MIDI User Settings & Scanners GUIDE".

6-pin connector contains all onboard analog inputs. You may connect linear (not audio) 
potentiometers preferably in range 10k-50k. Or you can supply external control voltage 
varying from 0V to 5V. The pinout is as follows:

Each black 16-way connector holds inputs for 16 contacts, and they are laid out as in 
the schematics on next page.  Notice orientation of the slot, it determines pin count 
direction. 

Common ground for all contacts should be connected to flat terminal at the right side of 
the board with appropriate crimp terminal provided in the bag with MBBS.
The last pin of the 4th connector is dedicated for setup of MIDI parameters, and should be 
connected to a separate momentary switch. You may leave it open if you don't plan to 
change default settings, or if you have programming KEYPAD.



Default MIDI settings
By default MBBS comes configured the way described below. You can of course change all 
of this in EDIT mode. Refer to „MIDI User Settings & Scanners GUIDE"  for details. 

● all keyboards have starting MIDI note 36, typical to most 5-octave keyboards
● keyboard connected to internal MBBS inputs works in MIDI channel 1
● keyboards connected to left scanner input work in channel 3 (first BBS-1K scanner 

plugged to MBBS) and 4 (2nd scanner plugged to 1st BBS-1K)
● keyboards connected to right scanner input work in channel 5 (first BBS-1K scanner 

plugged to MBBS) and 6 (2nd scanner plugged to 1st BBS-1K)
● if splits are used, their default MIDI channels are respectively: 7 for internal 

keyboard, 9 and 10 for keyboards plugged to left input, 11 and 12 for keyboards 
connected to right input

● if special control inputs are enabled at top 15 inputs of MBBS, they work in channel 
1 as Continuous Controllers 5 till 19.

● internal analog inputs work as Continuous Controller 1 till 4, all in channel 1
● all potentiometers connected with use of POT12 scanners chain work in channel 1, 

as Continuous Controller 20 till 83

This is the configuration that can be recalled at any time by factory reset procedure 
(#797)
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